In vivo laser Doppler holography of the human retina by Puyo, L. et al.
ar
X
iv
:1
80
4.
10
06
6v
2 
 [p
hy
sic
s.m
ed
-p
h]
  1
3 S
ep
 20
18
In vivo laser Doppler holography of the human
retina
L. PUYO,1,* M. PAQUES,2,3 M. FINK,1 J.-A. SAHEL,2,3 AND M. ATLAN1
1Institut Langevin. Centre National de la Recherche Scientifique (CNRS). Paris Sciences & Lettres (PSL
Research University). École Supérieure de Physique et de Chimie Industrielles (ESPCI Paris) - 1 rue
Jussieu. 75005 Paris France
2Institut de la Vision, INSERM UMR-S 968. CNRS UMR 7210. UPMC. 17 rue Moreau, 75012 Paris
France
3Centre d’investigation clinique (CIC) Centre Hospitalier National d’Ophtalmologie des Quinze-Vingts.
INSERM. 28 rue de Charenton, 75012 Paris France
*gl.puyo@gmail.com
Abstract: The eye offers a unique opportunity for non-invasive exploration of cardiovascular
diseases. Optical angiography in the retina requires sensitive measurements, which hinders
conventional full-field laser Doppler imaging schemes. To overcome this limitation, we used
digital holography to perform laserDoppler perfusion imaging of human retinawith near-infrared
light. Two imaging channels with a slow and a fast CMOS camera were used simultaneously
for real-time narrowband measurements, and offline wideband measurements, respectively. The
beat frequency spectrum of optical interferograms recorded with the fast (up to 75 kHz ) CMOS
camera was analyzed by short-time Fourier transformation. Power Doppler images drawn from
the Doppler power spectrum density qualitatively revealed blood flow in retinal vessels over 512
× 512 pixels covering 2.4 × 2.4 mm2 on the retina with a temporal resolution down to 1.6ms.
The sensitivity to lateral motion as well as the requirements in terms of sampling frequency are
discussed.
© 2018 Optical Society of America under the terms of the OSA Open Access Publishing Agreement
OCIS codes: (090.0090)Holography; (170.4460)Ophthalmic optics and devices; (170.3340) LaserDoppler velocimetry.
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1. Introduction
The implication of vascular disorders has been questioned for major diseases affecting the retina
such as diabetic retinopathy [1], age-related macular deneneration [2] and glaucoma [3]. Mon-
itoring retinal blood flow appears crucial to understand the pathophysiology of these diseases.
Most state of the art non-invasive instruments used for ocular blood flow assessment rely on
speckle contrast analysis or laser Doppler methods. Both of these approaches use the intensity
fluctuations of coherent light caused by moving objects in order to measure blood flow [4].
Nowadays, Optical Coherence Tomography Angiography (OCT-A) has emerged as a powerful
vascular imaging technique [5]. OCT-A makes use of the speckle variations in the OCT sig-
nal caused by moving scatterers to generate an angiographic contrast by calculating the local
variance of speckle realizations over a few repeated measurements [6, 7]. OCT-A instruments
can map the retinal micro-vascular network with a micrometer axial resolution [8] and can be
used to measure metrics relevant to the development of diabetic retinopathy such as the size
and distribution of capillaries and the extent of the foveal avascular zone [9]. However, as it
is necessary to reconstruct a full volume to obtain en-face images, the temporal resolution for
swept-source OCT-A is of the order of a second, which is too slow for blood flow monitoring
during a single cardiac cycle. Doppler OCT is a technique based on OCT that measures the
Doppler frequency [10, 11] or phase [12] shift caused by the flow. The phase shift can be cal-
culated between two consecutive measurements to extract a dynamic signal and reveal blood
flow. However large flows causing a modulation higher than 2pi rad cannot be unambiguously
calculated [13]. Another limitation is that it cannot detect flow in vessels perpendicular to the
incident OCT beam and only the axial component of the flow can be easily retrieved. Laser
speckle flowgraphy is another technique based on speckle contrast whose purpose is to image
retinal blood flow quantitatively, although in arbitrary units [14,15]. En-face images of the retina
are formed on the sensor and several images are combined to extract an angiographic contrast;
this allows for full-field blood flow measurements with a high temporal resolution. Indeed a
commercialized ophthalmic instrument based on this technology (LSFG NAVI, Softcare Ltd,
Fukuoka, Japan) is able to image pulsatile flow in real-time with a temporal resolution of 33ms.
In contrast with OCT-A, laser speckle flowgraphy has no depth sectioning ability so the influ-
ence of choroidal flow is unclear. Inter-eye comparisons are not possible but intraindividual
measurements are highly reproducible [15], which makes it an appropriate instrument to inves-
tigate ocular blood flow changes upon physiological or pharmacological stimuli. Laser Doppler
flowmetry is based on measuring the Doppler broadening of coherent light induced by moving
red blood cells in vascularized tissues [16–19]. The frequency shift is measured by means of
interference between Doppler shifted light and non shifted light. This method allows monitoring
of blood flow only in a single area, but it has been implemented on scanning systems to monitor
blood flow over a full-field [20]. Blood flow and mean velocity in relatives units can be derived
from calculations based on the first moments of the power spectrum density. As for laser speckle
flowgraphy, interindividual comparisons are difficult whereas intraindividual measurements are
reproducible [21]. Laser Doppler flowmetry was used in a direct image detection scheme [22]
but this method is too slow for retinal imaging due ocular safety limits.
Lately, holographic detection schemes such as full-field swept-source OCT [23], off-axis full-
field time-domain OCT [24] or off-axis holographic line-field en-face OCT [25] have emerged.
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Fig. 1. Optical setup. L1, L2 and L3 are converging lenses. PBS: Polarizing Beam Splitter.
BS: Beam Splitter. The light source is a single wavelength laser diode (SWL-7513-H-P,
Newport). The 90% output of the fiber coupler is used for the object arm. The Doppler
broadened light backscattered by the retina is combined with the reference field and inter-
ferograms are recorded on the two imaging channels to study the Doppler beat frequency.
The data from the fast CMOS camera is processed offline while the 80 Hz camera is used
for real-time monitoring.
These techniques allow parallelized imaging and have been demonstrated for in vivo human
retinal imaging; they have been made possible by technological progress made by the camera
industry which now allows for higher acquisition speed, and they seem to have opened the way
for new possibilities especially in the realm of offline numerical processing [26, 27]. The laser
Doppler holography technique we present here is conceptually close to laser Doppler flowmetry,
but like the aforementioned methods it is derived from holography which allows for full-field
imaging. In laser Doppler holography, the optical field serving as non-Doppler shifted light
is a separate reference beam beating against the Doppler shifted optical field backscattered
by the retina. This allows to increase as much as needed the power of the reference field
impinging on the sensor and thus be able to work with very low exposure time. Interferograms
are recorded with a high throughput camera and wideband measurements of the beat frequency
of digitally reconstructed holograms are performed. The angiographic contrast is drawn from
the Doppler spectral broadening of light backscattered by the retina and blood flow changes
during cardiac cycles are revealed using a short-time Fourier transform analysis. We report here
on the implementation of laser Doppler holographic perfusion imaging in the human retina. In
contrast with previous attempts on rodent eyes [28], the holographic configuration is on-axis in
order to maximize the field of view.
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Fig. 2. Short-Time Fourier Transform analysis. A 3D sliding window of consecutive holo-
grams is moved along the full hologram stack; for each window, the Doppler Power Spectral
Density (DPSD) is estimated from the squared magnitude of the Fourier Transform in Eq.
(3). A single image with blood flow contrast is obtained by integrating the DPSD over
[ω1, ω2] in Eq. (4), and the resulting image M0+ is referred to as power Doppler image.
Examples of non-averaged power Doppler images are shown in Fig. 5, and examples of
averaged power Doppler images are shown in Fig. 3(c) and Fig. 4(c).
2. Methods
2.1. Optical setup
The optical setup designed and used for this study, shown in Fig. 1, consists of a fiber Mach-
Zehnder optical interferometer. The light source used for the experiments is a 45mW, single-
mode, fiber diode laser (Newport SWL-7513-H-P) at wavelength λ = 785 nm. The retina is
illuminated with a 1.5mW constant exposure over 2.4 × 2.4 mm2 area. Informed consent was
obtained for each subject and experimental procedures adhered to the tenets of the Declaration
of Helsinki. The laser beam is focused in the front focal plane of the eye so that the light is
collimated inside the eye and illuminates the retina on an extended area. This irradiation level is
compliant with the exposure levels of the international standard for ophthalmic instruments ISO
15004-2:2007.
A Polarizing Beam Splitter (PBS) cube is used in the object arm to illuminate the eye and
collect the light backscattered by the retina. The PBS separates linear polarizations: it fully
reflects the illumination beam and only the cross-polarized component of the light backscattered
by the retina is transmitted to the camera. The reference beam ELO is collimated and considered
to be monochromatic and stable. The object and reference waves are combined using a non-
polarizing beam splitter cube and they interfere on the sensor plane. The polarization of the
reference wave is adjusted with a half-wave plate and a polarizer to optimize fringe contrast.
The interference pattern is recorded simultaneously on two imaging channels: a slow CMOS
camera (Ximea - xiQ, frame rate 80Hz, 2048 × 2048 pixels, 8 bit pixel depth, pixel size 5.5 µm)
for real-time monitoring and a fast CMOS camera (Ametek - Phantom V2511, frame rate, up to
75 kHz for a 512 × 512 format, quantum efficiency 40%, 12-bit pixel depth, pixel size 28 µm)
for offline processing.
2.2. Laser Doppler measurements
In laser Dopplermeasurement techniques, the Doppler effect is treated as a frequency shift of the
optical field itself [29]; here the optical field E backscattered by the retina is considered to be the
sum of the Doppler frequency shifted contributions. The interference pattern on the sensor is I =
|ELO+E |
2. In the cross-beating terms, the optical field frequencies cancel out: the interferogram
beat frequency spectrum carries the optical Doppler broadening. Doppler frequency shifts for
biological tissues are small compared to the laser optical frequency 3.8 × 1014Hz as the typical
Doppler shift frequency spectra width for retinal vessels has been reported to be around 15-20
kHz [30]. However, as the spectral width corresponds to the Nyquist frequency of the fast camera,
a major part of the Doppler broadening can be measured within the camera bandwidth in the
interferogram beat frequency.
Acousto-optics modulators (not shown on the schematic) are used in conjuction with the slow
camera to introduce a 40Hz frequency shift in order to perform stroboscopic and narrowband
signal measurements in time-averaging conditions [31]. However due to eye motion the quality
of the signal is limited and this channel is mostly used for alignment purposes. As both methods
are based on holography, the slow camera gives indications on the quality of the holographic
reconstruction that are also valid for the fast camera; moreover it is able to yield a contrast related
to blood flow that allows visualizing the retinal area being imaged during the acquisition, which
is not possible on the fast camera. The real-time hologram rendering is done with our software
(Holovibes) that runs calculations on graphics processing units; for this purpose a personal
computer equipped with a Nvidia GeForce GTX Titan graphics card is used.
The fast camera is used for wideband measurements of the Doppler spectral broadening.
Interferograms from this camera are recorded on its on-boardmemory and the data are processed
offline usingMatlab. Interferograms are recorded on the 512×512 pixel sensorwith an acquisition
rate of fS = 39 kHz (except in section 4 where experiments are made to explore the effect of
the sampling frequency), and a frame exposure time of 25.6 µs. Image rendering of complex-
valued holograms H(x, y) is performed using the angular spectrum propagation of the recorded
interferograms I(x, y), appropriate for near-field reconstructions [32]:
H(x, y, z) ≈
∬
Iˆ(kx, ky) exp (ikz z) exp
(
ikx x + iky y
)
dkxdky (1)
where Iˆ(kx, ky) is the two-dimensional Fourier transform of the interferogram I(x, y). The
optical axis is z, and kx , ky , and kz =
√
k2 − k2x − k
2
y are the wave vectors projections along x,
y, and z, respectively. The lateral field of view of the reconstructed holograms of 512 × 512
pixels extends over 2.4 × 2.4 mm2 on the retina.
2.3. Data processing
Data processing consists of measuring the local optical fluctuations of the holograms recorded
with the high-speed CMOS camera. A Short-Time Fourier Transform (STFT) method is used
to analyze the changes in blood flow over time through the changes in the Doppler broadened
spectrum. The variations over time of the Doppler Power SpectrumDensity (DPSD) are resolved
with a sliding short time window constituted of jwin consecutive hologramsH. Given a sampling
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Fig. 3. Optic Nerve Head (ONH) region imaged with commercialized instruments and
Laser Doppler holography. (a) Scanning laser ophthalmoscope (Spectralis, Heidelberg). (b)
Adaptive optics flood illumination (rtx1, Imagine Eyes). (c) Power Doppler images M0+
calculated from holograms recorded at fS = 39 kHz; S(ω) is integrated over [ f1, f2] =
4-19.5 kHz. Multiple power Doppler images M0+ are averaged over a total time of 80ms
(see Visualization 1 for blood flowmovie). The peri-papillary crescent is visible on the edge
of the ONH. (d) Asymmetry of the DPSD M0− (averaged over the same period of time)
illustrating the resultant flow direction with respect to the optical axis.
frequency fS, the duration of the short-time window is thus:
σwin =
jwin
fS
(2)
For each short-time window, a single image with a blood flow contrast is formed using the
process illustrated in Fig. 2. First, the short-time window is fast Fourier transformed along the
temporal dimension, then the power spectral density is estimated from the squared magnitude
of the Fourier transform:
S(x, y, tn, ω) =

∫
tn+σwin
tn
H(x, y, τ) exp (−iωτ) dτ

2
(3)
Finally the quantity M0± is calculated from the integration of the DPSD:
M0± (x, y, tn) =
∫
ω2
ω1
S(x, y, tn, ω) ± S(x, y, tn,−ω) dω (4)
M0+ is the zeroth moment of the bandpass filtered DPSD; it is a single image corresponding to
the area under the curve of theDPSD over the frequency interval [ f1, f2] = (2pi)
−1×[ω1, ω2]. M0−
images reveal the asymmetry of the DPSD and are discussed in detail in section 3.4. Temporal
frequencies in this article are referred to indifferently as f or ω = 2pi f . M0+ images are referred
to as Power Doppler images (PDIs) and reveal the local blood flow. The frequency band [ f1, f2]
is typically a high-pass filter (i.e. f2 = fS/2). The lower boundary f1 is set between 4 kHz and
7 kHz in order to filter off the contributions that are not due to pulsatile flow in the vessels. The
effect of the frequency band [ f1, f2] is explored in subsection 4.1. Once the M0+ image has been
calculated, the sliding window is moved along the temporal dimension of the hologram stack.
In this way, a sequence of PDIs revealing the blood flow for each moment of the cardiac cycle
is made.
3. Results
3.1. Blood flow contrast
Output images of the STFT analysis M0+ are displayed in Fig. 3(c) and Fig. 4(c) and associated
visualizations linked in corresponding captions. These images reveal the tissue perfusion occur-
ring during the duration of the short-time window σwin. Indeed the Doppler frequency shift is
greater when the velocity of the scattering particle is greater. When integrating the whole high-
pass filtered DPSD, the pixels where the Doppler broadening is the greatest have the brightest
intensity on M0+ images. Thus areas of the retina where the local flow is greater are directly
revealed in the intensity of PDIs.
As a result, the most noticeable features of the PDIs are the retinal vessels, due to the
considerable flow of red blood cells moving at high speed. Blood vessels are clearly visible on
PDIs and give a stronger signal than background tissues because of the larger flow in the vessels.
Other features such as the nerve fiber layer are visible on reflectance images obtained with an
adaptive optics flood illumination instrument (rtx1, Imagine Eyes, Orsay, France) in Fig. 3(b)
and in Fig. 4(b), but these features are not visible on M0+ images.
3.2. STFT parameter σwin
The chosen width of the short-time window σwin results from a trade-off between temporal
resolution and Signal-to-Noise Ratio (SNR). Integrating the signal over a longer time period
improves the SNR insofar as the amplitude of lateral displacements stays limited during the
duration of the short-time window. For excessively long short-time windows, involuntary eye
movements limit the improvement in SNR. More importantly, as two events happening during
the same short-time window cannot be separated, the sliding window duration σwin defines the
temporal resolution of the instrument. In Fig. 5 and Fig. 6, a comparison is made to evaluate
the importance of σwin on the SNR. The STFT analysis was carried out two times on the same
dataset by using different parameterswith an approximate tenfold increase in temporal resolution;
jwin = 64 (σwin = 1.6ms) in the first case and jwin = 512 (σwin = 13.1ms) in the second case.
As can be observed on individual PDIs in Fig. 5, the SNR greatly improves when increasing
σwin. Nonetheless the vasculature is already visible with σwin = 1.6ms. Besides when looking
at pulsatile flow, the shape of the power Doppler signal with jwin = 64 can show cardiac cycle
signal the with a lower SNR than for jwin = 64.
For the STFT analysis conducted with σwin = 13.1ms, a smaller ROI is required to spatially
average the results to have a better SNR which illustrates as the SNR in the case where jwin = 64
is lower. Finally, it is interesting to notice that when averaging power Doppler images made with
a STFT analysis performed with jwin = 64 and jwin = 512, the averaged image in the end are
virtually the same as long as the total time on which PDIs are averaged is the same. This results
are illustrated in images visible in Fig. 6: in this case, 800 PDIs with jwin = 64 and 100 PDIs
with jwin = 512 over the same period of time, and the two averaged PDIs show the same features
with an equal SNR.
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Fig. 4. An artery intertwined with a vein is imaged with commercialized instruments and
Laser Doppler holography.(a) Scanning laser ophthalmoscope (Spectralis, Heidelberg). (b)
Adaptive optics flood illumination (rtx1, Imagine Eyes). (c) Power Doppler images M0+
calculated from holograms recorded at fS = 39 kHz; S(ω) is integrated over [ f1, f2] = 7-
19.5 kHz. Multiple power Doppler images M0+ are averaged over a total time of 0.66 s (see
Visualization 2 for blood flow movie). (d) Asymmetry of the DPSD M0− (averaged over the
same period of time) illustrating the resultant flow direction with respect to the optical axis.
3.3. Pulsatile flow
The temporal resolution of the instrument is short enough to observe the changes in blood
flow within cardiac cycles. When a heartbeat occurs, the increased speed and concentration of
particles in vessels causes momentarily a larger Doppler spectral broadening of the optical field
scattered in these structures, which is revealed by the STFT analysis. In Fig. 6, the changes in
blood flow throughout cardiac cycles can be observed in a retinal artery and vein. The power
Doppler signal is spatially averaged in regions of interest corresponding to an artery, a vein,
and background tissues; PDIs have been registered to compensate for lateral eye movements
using [33]. During systole (when the cardiac muscles contract and blood pressure is maximum)
and diastole (when the cardiac muscles relaxe and the blood pressure is the lowest) the intensity
of both vessels vary with the flow pulsatility. The artery gives a stronger signal than the vein
during systole, because of the higher speed of circulating red blood cells which is in agreement
with results reported in the literature [34]. The artery also shows a larger modulation depth of
the flow than the vein.
Interestingly, for each cardiac cycle, a first peak is reached at the time where the perfusion is
maximum, and is followed by a second one of lower amplitude. This second peak corresponds
to the dicrotic notch which is thought to due to the stretch and recoil of the aorta [35]. This
waveform has previously been observed in various blood flow monitoring systems such as laser
Doppler spectroscopy [36], Doppler sonography [37], Doppler OCT [38], or adaptive optics
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Fig. 5. Comparison in Signal to Noise Ratio (SNR) of power Doppler images M0+ and M0−
calculated with jwin = 64 and 512 holograms (i.e. σwin = 1.6ms and 13.1ms, respectively).
The four images are non-averaged power Doppler images calculated from raw holograms
acquired at 39 kHz: (a) M0+ , jwin = 64. (b) M0+ , jwin = 512. (c) M0− , jwin = 64. (d) M0− ,
jwin = 512. The SNR dramatically improves with the duration of the short-time window.
scanning laser ophthalmoscopy [39]. It should be noted that the background tissue also exhibits
a flow behavior that we assume to be due to unresolved retinal or choroidal capillaries.
3.4. Laser Doppler spectral asymmetry
In the full-field CMOS Doppler imaging scheme proposed by Serov et al. [22], the light
backscattered by the sample was not combined with a reference beam but was self-interfering.
With this method, the non Doppler shifted light played the role of reference field to perform
heterodyne measurements. In this configuration, a negative or positive Doppler frequency
shift generates the same intensity fluctuations on the sensor: the signal recorded is real so its
spectrum is exactly symmetric and the sign of the frequency shift cannot be recovered. In our
case, as the reconstructed holograms are complex-valued and the phase of the optical field is
known, the spectrum is no longer symmetric and it becomes possible to distinguish positive
and negative frequency shifts. It can be observed that the difference between the negative
and positive part of the DPSD contains information about the resultant flow direction when
calculating the following quantity:
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Fig. 6. Comparison of pulsatile flow measurements in a vein and an artery for two STFT
analysis performed on the same dataset with (a) jwin = 64 and (b) jwin = 512 holograms.
For each analysis, a time averaged power Doppler images M0+ is displayed on the left hand
side and shows a red, blue and green ROI which mark an artery (A), a vein (V), and the
background tissues (B), respectively. These regions are used to spatially average the power
Doppler signal for the plots on the right hand side. Although noisier, the pulsatility signal
is already well visible when using jwin = 64.
M0− (x, y, tn) =
∫
ω2
ω1
S(x, y, tn, ω) − S(x, y, tn,−ω) dω (5)
The asymmetry of the spectrum is in agreement with the vessel geometry (cf. Fig. 3(d) and
Fig. 4(d) considering the expected sign of the Doppler shift. Indeed the Doppler frequency shift
ωD occurring when the field is scattered by a moving object is calculated using the following
formula:
ωD = (®ks − ®ki).®v (6)
Where ®v is the velocity vector of the scattering particle and ®ki and ®ks are the incoming and
scattered optical wave vectors, respectively. According to the direction of the particle with
respect to the optical axis, the frequency shift can be positive or negative as schematized in
Fig. 7(a) and Fig. 7(b). M0− thus reveals the predominant direction of the flowwith respect to the
optical axis. If the vessels are not perpendicular to the optical axis, the projection of the velocity
vector on the optical axis is non-null and the sign of the DPSD asymmetry varies accordingly
with vessel directions. This is well visible in Fig. 7(d) and Fig. 7(e). The power spectrum density
has been calculated according to Eq.(3) in two regions that differ from the direction of the local
flow. In the first case the vessel is going slightly upward with respect to the optical axis and
S(ω) > S(−ω) over the frequency band [ f1, f2]which is used to integrateDPSDwhen calculating
the PDIs. In the second case, the vessel is going downward and S(ω) < S(−ω) over the frequency
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Fig. 7. Cases of spectral asymmetry between the positive and negative parts of the DPSD
calculated according to Eq. (3). (a, b) Schematic illustrating the sign of the Doppler fre-
quency shift for the direct backscatter (cf. Eq. (6)). (c) M0− showing the two regions where
the spectra are calculated. (d) Negative and positive part of the DPSD measured in the
ROI 1. (e) Negative and positive part of the DPSD measured in the ROI 2. For the range
of frequencies 4-19.5 kHz used to calculate PDIs, S1(ω) > S1(−ω) and on the contrary
S2(ω) < S2(−ω) depending on the vessel geometry.
band of interest. This discrepancy between negative and positive parts of the DPSD is imputable
to the directly backscattered light. It can also be noticed that for lower frequencies (for example
the peak occurring at about ≈ 1 kHz), this inversion cannot be observed in two different regions
as these frequencies correspond to Doppler shifts induced by global movements.
4. Role of the frequency band [ f1, f2] and sampling frequency fS
In this section, results from several measurements performed at the same retinal location using
different sampling frequencies (10, 20, 39, 75 kHz) are exploited to investigate on the effect of the
frequency band [ f1, f2] and sampling frequency fS on the resulting power Doppler images M0+ .
All measurements were done with the Phantom V2511 camera; the exposure time of the camera
was set to the maximum for each acquisition (i.e. 100, 50, 25.6 ,13.3 µs, respectively). The retina
of a young and healthy subject was illuminated with the same exposure for all acquisitions, only
the power of the reference arm was adjusted using neutral densities so that the camera was filled
with the same amount of light (near saturation of the brightest pixels). The region imaged in
these acquisitions is centered on the optic disc. The field of view is close to 3 × 3 mm2, slightly
larger than for the results shown in previous Figs. because we used a different combination of
lenses.
4.1. Choice for [ f1, f2]
The frequency band [ f1, f2] used to integrate the DPSD in Eq. (4) is chosen so as to filter off
the DC and autocorrelation terms as well as the signals due to global eye movements while
keeping the contribution of Doppler shifted light due to pulsatile flow in the vessels. The lower
boundary is generally set between 4 and 7 kHz depending on the retinal region being imaged
while the upper boundary is set to the camera Nyquist frequency fS/2. In Fig. 8, the displayed
PDIs are calculated for different frequency bands for each sampling frequency. Each row of the
Fig. corresponds to a sampling frequency, fS = 10, 20, 39, and 75 kHz, for the rows (a), (b),
(c), and (d), respectively. For each column, M0+ are calculated for several bandpass interval:
[ f1, f2] = 1-3 kHz, 3-5 kHz, 5-10 kHz, 10-19.5 kHz and 19.5-37.5 kHz from left to right. Except
for the acquisition with the highest sampling frequency, some intervals are above the Nyquist
frequency of some sampling frequencies and consequently PDIs cannot be calculated for these
frequencies. The visualization linked in caption Fig. 8 shows PDIs for a more precise range of
frequencies in the case of the acquisition at 75 kHz.
It can be observed in Fig. 8 that for the lowest frequency band 1-3 kHz, the background tissue
DPSD is greater than the vessels DPSD, so the vessels appear darker than the tissue on the PDIs.
For the frequency band 3-5 kHz, the edges of the large retinal vessel appear brighter than the
lumen, as the latter remains dark. That is because the flow is greater at the center of the vessels
and the Doppler broadening occurring in these structures is still undersampled. However, for
this frequency band, the Doppler broadening caused by the flow in smaller retinal vessels seems
adequately sampled as they appear brightly. For frequencies superior to 10 kHz, the DPSD in the
lumen seems adequately sampled. Thus integrating lower frequencies allows us to get the signal
from smaller retinal vessels, although it also increases the contribution of global axial and lateral
movements. It can be noticed that PDIs calculated using a certain frequency band look alike
independently from the sampling frequency. For example PDIs calculated with the frequency
band 1-3 kHz are virtually the same with the sampling frequencies 10 kHz and 75 kHz. So in
the former case, all the signal above 5 kHz (Nyquist frequency for fS = 10 kHz) which is aliased
has no visible effect on the resulting M0+ image.
This leads to the conclusion that to make a simple image of the vasculature, the aliased part
of the DPSD does not make significant change on PDIs. It is also possible to conclude that the
DPSD corresponding to the contributions of pulsatile flow in large vessels lies in frequency
bands that are above 5 − 10 kHz and up to 37.5 kHz depending on the size of the vessel.
1-3 kHz 3-5 kHz
3-5 kHz 5-10 kHz
5-10 kHz 10-19.5 kHz
10-19.5 kHz 19.5-37.5 kHz
1-3 kHz
3-5 kHz
5-10 kHz
1-3 kHz
3-5 kHz1-3 kHz
(b)
(c)
(d)
f
S
=
7
5
k
H
z
f
S
=
2
0
k
H
z
f
S
=
3
9
k
H
z
f
S
=
1
0
k
H
z
(a) 500 µm
Fig. 8. Multiple laser Doppler holography measurements of a same region are made with
different sampling frequencies. For each of these sampling frequencies, PDIs M0+ are
calculated for different frequency bands indicated below the images. (a) fS = 10 kHz. (b)
fS = 20 kHz. (c) fS = 39 kHz. (d) fS = 75 kHz.
4.2. Sampling frequency fS
In Fig. 9, the requirements in terms of sampling frequency to perform laser Doppler holography
in the human retina are investigated. For this purpose, both the vasculature images of the retina
M0+ and the changes in power Doppler signal during the cardiac cycles are considered. STFT
analysis are performedwith jwin = 128, 256, 512, 1024 holograms for the acquisitions at fS = 10,
20, 39, and 75 kHz respectively. In this way the temporal resolutions of the STFT analyses are
approximately the same for all acquisitions (σwin ≈ 13ms). Power Doppler images M0+ are
calculated using the highest possible frequency bands according to the sampling frequency:
[ f1, f2] = 3-5 kHz, 5-10 kHz, 10-19.5 and 19.5-37.5 kHz, for fS = 10, 20, 39, and 75 kHz,
respectively. For each sampling frequency, an image calculated from PDIs averaged over time
is displayed on the left, and the plots on the right correspond to the signal over time of M0+
averaged in the region indicated on the associated image. This ROI is centered on the arterial
bifurcation of the central retinal artery where the flow is expected to be the greatest in the retina.
As observed in the previous subsection 4.1, PDIs of the vasculature at lower frequencies show
a weaker signal inside the vessel lumen because the Doppler broadening is undersampled. The
curve for the lowest frequency band 3-5 kHz displayed on the right side on the Fig. does not show
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Fig. 9. Requirements in terms of sampling frequency for laser Doppler holography in the
central retinal artery. For each sampling frequency, power Doppler images are spatially
averaged over the depicted ROIs on the left hand side and the result is displayed in the
associated plot. The STFT parameters used for each acquisition are displayed on the left
and have been chosen to have σwin ≈ 13ms for all acquisitions. (a) fS = 10 kHz, (b)
fS = 20 kHz, (c) fS = 39 kHz, (d) fS = 75 kHz. Visualization 3 shows PDIs as a function
of the frequency for the acquisition with fS = 75 kHz.
a pattern related to the cardiac cycle. However for the frequency band above (5-10 kHz), the
typical curve of flow over time in the vessels is recognizable. Then for the two highest frequency
bands, the difference is minor. Indeed when looking closely it is possible to see that around
the maximum of the systolic peak for the 10-19.5 kHz plot, the curve is not well rounded and
shows an abrupt decrease (indicated by the arrows) that is not visible for 19.5-37.5 kHz plots.
We assume that a minor undersampling briefly occurs at this moment for large systolic flows. In
Fig. 9(d), an overall increase over time of the power Doppler signal can be noticed: it is due to
an involuntary eye movement which progressively shifts the pupil position.
Hence Fig. 9 shows that the Doppler shifted light corresponding to the pulsatile flow in large
vessels is located further along the power spectrumdensity. Considering these results, performing
measurements with a sampling frequency above 30 to 40 kHz seems to be a requirement for
large retinal vessels. Otherwise, the part of the DPSD corresponding to the pulsatile flow is
undersampled, aliased, and mixed with low frequencies of greater amplitude and is therefore
not retrievable. However, for vessels of smaller size it is possible to use a smaller sampling
frequency and have a properly sampled Doppler signal but there is a risk that this signal might
be too weak due to the low number of circulating red cells especially compared to the Doppler
shifts induced by global eye movements.
5. Discussion and conclusion
It is possible to record up to 259,329 frames in a 512× 512 format on the on-boardmemory of the
PhantomV2511 camera. This corresponds to approximately 6.6 s of acquisition at fS = 39 kHz or
3.5 s of acquisition at fS = 75 kHz.We showed in the previous section that with fS = 39 kHz the
Doppler broadening caused by pulsatile flow seems somewhat undersampled onlywhen imaging
the central retinal artery during systole. As a result, when imaging other retinal regions where
the flow is weaker, this sampling frequency yields negligible aliasing. Consequently, for this
work the sampling frequency was usually set to 39 kHz to be able to record longer acquisitions
and maximize our chances to measure consecutive cardiac cycles unaffected by micro-saccades.
Indeed, as with most ophthalmic instruments, the ability of laser Doppler holography to perform
retinal imaging during micro-saccades is limited. The Doppler broadening induced by global
movements is greater than the one induced by local pulsatile flows (for example the strong
peak occurring at 2.8 s in Fig. 6 is a micro-saccade). Consequently, during a micro-saccade, the
intensity of the PDIs is predominated by global movements. However drifts and tremor do not
prevent blood flow imaging, as can be observed in movies because slow movements generate
low frequency Doppler shifts that are removed when high pass filtering the DPSD. It should be
noted that this process also filters off the Doppler signal due to the flow in small retinal vessels.
The technique presented in this article makes use of the backscattered light that has been
highly Doppler shifted. This part of the light is selected when high-pass filtering the DPSD in
Eq.(3). One of the assumptions of the theory used for laser Doppler flowmetry is that photons
scattered by red blood cells (i.e. highly Doppler shifted photons) have been scattered by static
diffusers before they impinge on erythrocytes [40,41]. The result of this is a randomization of the
wave vectors involved in the scalar product in Eq. (6) yielding the Doppler frequency shift: the
situation is comparable to red blood cells being illuminated from all directions. Thus, selecting
highly Doppler shifted light implies selecting multiply scattered light. Yet multiply scattered
light loses the original linear polarization of the incident beam because light is depolarized in
the multiple scattering regime [42, 43]. Consequently, it is possible to carry out laser Doppler
holographywith cross-polarized light becauseweworkwith the backscattered light that is highly
Doppler shifted, thus multiply scattered and depolarized. For this reason we used a polarizing
beam splitter cube which allows us to filter off the specular reflection occurring on the cornea.
Indeed this reflection conserves the original linear polarization of the incident beam and is
reflected by the polarizing beam splitter cube instead of being transmitted to the camera.
An important aspect of working with multiply scattered light is that the instrument is sen-
sitive to lateral motion. For conventional blood flow monitoring methods based on Doppler
approaches, the flow is assessed in a simple manner only in vessels parallel to the optical axis.
The flow in vessels perpendicular to the optical axis cannot be assessed as the Doppler shift
is minimum, and for vessels with intermediate inclinations, the geometry must be known to
calculate the corresponding flow. In our case, because we select multiply scattered light, vessels
with any inclinations with respect to the optical axis contribute to the Doppler broadening of the
backscattered light. Consequently the instrument is sensitive to lateral motion and able to image
blood vessels in en-face planes as can be seen in the PDIs shown in Figs. 3, 4, and 8.
However in laser Doppler flowmetry, the retinal area where the blood flow is monitored is
not a large blood vessel but tissues that are mainly vascularized by capillaries. In this medium
the randomization of the light is a safer assumption because small vessels are oriented in all
directions and are surrounded by a dense matrix of static diffusers. However in our case it can
be argued that the multiple scattering assumption is less valid as the vessel walls and other
structures around large vessels may not diffuse the incident beam sufficiently, and the limits of
this assumption can be seen in the asymmetry of the DPSD M0− . Indeed in a situation of purely
multiple scattered light there should not be any difference between the positive and negative
parts of the spectrum despite the vessels geometry since the asymmetry exists because of the
signed Doppler shifts of the directly backscattered light. However, as explained in section 3.4,
a mild asymmetry does exist in the DPSD depending on the vessel geometry (less than 10 to
15% in the example shown). This asymmetry may cause a bias of flow sensitivity according to
the vessels orientation with respect to the optical axis. However the impact seems limited and is
mitigated by the process of averaging the positive and negative parts of the spectrum. Moreover
in the parts of vessels where the flow direction is perpendicular to the optical axis (i.e. the areas
where M0− = 0), the flow sensitivity does not seem to be affected by the local inclination of the
vessel with respect to the optical axis.
In conclusion, wideband laser Doppler holography can reveal retinal blood flow pulsatility in
humans over a full-field with a temporal resolution of only 1.6ms while keeping the retinal ex-
posure under 1.5mW at 785 nm. The angiographic contrast which is sensitive to local dynamics,
including lateral motion, is drawn from the Doppler power spectrum density using a short-time
Fourier transform analysis. Thanks to its high temporal resolution, laser Doppler holography
could provide new insight in the dynamics of the vascular system as well as potential new ways
to diagnose and follow-up major retinal or cardio-vascular diseases.
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